The data collected in this article is based on a performance test of a polymer electrolyte fuel cell (PEFC). The behavior the different parameters of a PEFC is analyzed considering different aspects relative to the inlet gases temperatures. The fuel cell was evaluated by means of a current sweep at different percentages of relative humidity between the feed gas and the cell. The relative humidity values were established by means of the temperature setting. The data presented show the experimental response of the cell in real time, which can be used to perform a depth analysis or they can be a starting point for material and performance investigation. In addition, charts presenting the voltage and power density behavior as a function of the volumetric flows of the anode (H2) as well as cathode (O2). The data presented in this article are originally from our research performed in [1] .
Data description
The shared data are obtained from an experimental test where a PEFC was evaluated at different relative humidity conditions by means of a current sweep. This was achieved by configuring the temperatures of the feed gases and the cell in different proportions. Due to the great amount information. The data are sharing online on the data repository [2] , while some relevant diagrams for their analysis are showed in this article. The volumetric flow in the anode and cathode side were considered as independent variables while the voltage and power density were taken as the dependent variable.
Voltage as power density as a function of the volumetric flow
In Figs. 1 and 2 it can be observed that the behavior of the voltage as a function of the volumetric flow for various relative humidity conditions. The experimental data were obtained by configuring the volumetric flow values using the computational tool for setting the conditions. The stoichiometric ratios employed for the data collection were established at 1.2Â for the H 2 flow and 2.5Â for the O 2 , both flows were configured based on the applied load. Similarly, in Figs. 3 and 4 the behavior of the power density is shown as a function of the volumetric flow of the anode and the cathode flow fields.
Subsequently in Table 1 , a brief part of experimental data collected in the fuel cell performance test is shown, specifically the data shown are for a relative humidity of 16%, having as the Anode/Cell/ Cathode temperature settings with values of 40/80/40 respectively. The remaining data for the following relative humidity and temperature settings are displayed in the data repository [2] . The data shown were recorded according to the time step, where the parameters as current, current density, power density, cell voltage, anode temperature (hydrogen inlet), cell temperature, cathode Specifications [1] .
Value of the Data
The experimentally obtained data shows the performance of a PEFC at different relative humidity values. The PEFC behavior is required to design improvements from a cell scale point of view. The graphic representation of the data helps to observe the behavior of a PEFC as a function of relative humidity enabling interpretation and ability to carry out new investigations based on the graphics shown in this document. Experimental data collection takes considerable time, i.e., these data give a focus on the cell behavior without having to perform the test themselves.
temperature (oxygen inlet), volumetric flow in the anode and cathode, were collected directly by using a fuel cell data acquisition.
Experimental design, materials, and methods

Data acquisition
The data acquisition system consists of a Fuel Cell® software, a GPIB Instruments control device cable and a fuel cell test System from Scriber®. The use of the mentioned tools allows us to control the input variables of the experiment from a peripheral device. Variables such as the inlet temperatures of the H 2 /O 2 feed gases were controlled, the respective volumetric flows and the current load applied to the cell were tested as every step in the process of the data collection. Also, by means of the computational tool it is possible to control the opening of the valves of the system, and to configure the different types of experiments that can be carried out with the equipment. For more information on the fuel test System readers are referred to Ref. [3] .
Experimental design
Initially, an inlet pressure of the H 2 /O 2 feed gases was set at 55 psig, N 2 was used as a purge gas to keep the flow distribution system clean and avoid the reactions with the other reagents. The water used was ASTM type I (with 18 MU cm À1 minimum resistivity), because the membrane electrode assembly should be prevented from contamination. The evaluation of the performance of the cell in several conditions of relative humidity was carried out to perform an analysis based on the maximum efficiency temperature of the cell, i.e., 80 C [4] . The mentioned temperature is kept constant, then a configuration was made for the gases entering to the systems. Temperature of the gases are established in the range of 40 Ce80 C, in steps of 10 C. This temperature step corresponds to the double of the considered in a previous research that involve a PEFC with similar characteristics [5] . The relative humidity calculation was obtained as the ratio between the saturation pressure of the cell at 80 C and the saturation pressure of the feed gases at their corresponding inlet temperature. This analysis can be carried out since the system has humidifier tanks which saturate the feed gases to their dew point, according to the set temperature. This experiment was designed considering some specifications described in Ref. [6] . The temperature of the gases play an important role during the energy conversion process specially when phase change occurs [7] .
